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 CAVA is a new system for detecting eye-movements associated with dizziness 
 Our algorithms detected artificially-induced nystagmus with 98.77% accuracy 
 The direction and speed of nystagmus can be determined with high accuracy 
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Symptoms of dizziness or imbalance are frequently reported by people over 65. Dizziness is usually
episodic and can have many causes, making diagnosis problematic. When it is due to inner-ear mal-
functions, it is usually accompanied by abnormal eye-movements called nystagmus. The CAVA (Con-
tinuous Ambulatory Vestibular Assessment) device has been developed to provide continuous moni-
toring of eye-movements to gain insight into the physiological parameters present during a dizziness
attack. In this paper, we describe novel algorithms for detecting short periods of artificially induced
nystagmus from the long-term eye movement data collected by the CAVA device. In a blinded trial
involving 17 healthy subjects, each participant induced nystagmus artificially on up to eight occasions
by watching a short video on a VR headset. Our algorithms detected these short periods with an accu-
racy of 98.77%. Additionally, data relating to vestibular induced nystagmus was collected, analysed
and then compared to a conventional technique for assessing nystagmus during caloric testing. The
results show that a range of nystagmus can be identified and quantified using computational methods
applied to long-term eye-movement data captured by the CAVA device.
1. Introduction
Dizziness is a physically and socially debilitating symp-
tom. In England and Wales, dizziness or imbalance are ex-
perienced by 30% of the population by the age of 65 years
[26]. Dizziness often occurs episodically, reducing the like-
lihood that an attack with coincide with a visit to a clinician.
Furthermore, there are multiple possible causes of dizziness,
and they originate from pathologies that affect a number of
different organ systems. Patient reporting of dizziness symp-
toms has shown to be imprecise and unreliable [21]. These
aspects of dizziness make its diagnosis challenging, and pa-
tients may visit several healthcare professionals, in both pri-
mary and secondary care, before receiving a diagnosis [6].
When dizziness is due to a malfunction of the pathway
involving the eyes, brain and inner ears, it is usually accom-
panied by abnormal eye-movements called nystagmus [33].
Figure 1 shows an example of an eye-movement trace corre-
sponding to horizontal right-beating nystagmus. The wave-
form pictured is commonly referred to as a sawtooth wave.
This waveform is comprised of a slow component, corre-
sponding to the eyes moving slowly in a leftward direction,
and a fast phase in which the eyes move quickly in the op-
posite direction. The direction of the fast-phase clinically
defines the beat direction, which can either be left, right, up
or down-beating.
Nystagmus can be classified as either pathological or phys-
iological. Pathological nystagmus can arise as a clinical sign
of a multitude of peripheral vestibular conditions, such as
vestibular neuronitis, Ménière’s Disease and Benign Parox-
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Figure 1: An example of right-beating nystagmus presented
in the horizontal eye-movement channel, as captured by the
CAVA device.
ysmal Positional Vertigo (BPPV). The dizzy attacks associ-
ated with these conditions are known to vary in duration and
severity [15]. Physiological nystagmus can also be induced
as a normal response to viewing a full-field, moving, visual
stimulus (e.g. as experienced by looking out of the window
of a moving train) [10], or by stimulating the balance organs
directly through caloric testing [14].
During caloric testing, warm or cold water is used to ir-
rigate the external ear canal and this invokes movement of
the fluid within the semicircular canals of the inner ear. This
stimulation leads to patterns of nystagmus which can be ob-
served and analysed by an expert. Caloric testing is one of an
array of tools used by clinicians to assess the function of an
individual’s balance organs and to make a diagnosis [7]. The
tests described are limited by their inability to provide an as-
sessment of a patient’s symptoms in the community during
an episode of dizziness.
The CAVA (Continuous Ambulatory Vestibular Assess-
ment) device is part of a new system we have developed
to overcome the limitations of conventional diagnostic tech-
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niques. The device records a patient’s eye-movements con-
tinuously over 30 days, after which the data can be automat-
ically analysed offline for features of nystagmus, a concept
that reflects existing technology for long-term ambulatory
cardiac and brain monitoring. A duration of 30 days was
considered to be long enough to capture sufficient examples
of nystagmus in patients with active dizziness to support a
clinician’s diagnosis. The rich information provided by the
device, which is collected during the user’s normal daytime
and nighttime activities and has not been obtained before,
may allow new insights into the understanding of inner-ear
disorders. For example, it may eventually be used to pre-
dict episode onset, to identify aetiological factors, to deter-
mine prognosis, to define and categorise subtypes of dizzi-
ness syndromes, to identify the pathophysiological mech-
anisms underpinning disease development, and to monitor
treatment outcomes.
There is much previous work on the automated detec-
tion of nystagmus events from eye movement data [28, 23,
32, 9, 5]. Existing techniques usually involve the detection
of saccades, by way of information contained in the veloc-
ity signal. For example, the fast phase of nystagmus can be
identified from peaks in the velocity channel surrounded by
velocities of the opposite sign. However, no previous work
has been applied to the novel, long-term data provided by
the CAVA device, which poses new challenges that previous
techniques may not be well-suited to tackle. For example,
the large amount of data captured during a 30-day moni-
toring period imposes limits of the time complexity of the
algorithms applied, and the vast variability of normal eye
movement data makes conventional techniques susceptible
to increased rates of false positive detections. Other areas of
research, such as event detection in long-term electrocardio-
graphy (ECG) and electroencephalography (EEG) data, have
been the focus of extensive research and are perhaps more
applicable to this work. Various computational techniques
have been applied in these fields, including neural networks
[2, 8, 1, 16], other machine learning algorithms such as sup-
port vector machines and decision trees [30, 19, 17, 31] and
many time-series classification approaches [29, 22, 13, 12].
This article describes in detail the novel computing ap-
proaches developed to tackle nystagmus detection in long-
term eye movement data, and also new algorithms for de-
tecting and quantifying induced nystagmus captured during
a routine clinical test. For this purpose, we have undertaken
a clinical investigation involving seventeen healthy volun-
teers. For a full description of the clinical aspects of this
investigation, including a detailed analysis of the reliability,
acceptability and safety of the device, please see [24]. The
trial was designed to demonstrate the suitability of the de-
vice and to evaluate its safety, prior to a larger investigation
involving individuals experiencing dizziness. As the healthy
volunteers recruited for this study did not suffer from dizzi-
ness, nystagmus was artificially induced by way of a visual
stimulus, providing data which could be used to determine
the specificity and sensitivity of the algorithms developed
for detecting nystagmus. This stimulus consisted of a video,
viewed on a VR headset, showing a black dot moving re-
peatedly across a white a screen. An offline, blinded anal-
ysis of the data was performed after the trial, the purpose
of which was to automatically identify the dates on which
nystagmus was induced. Additionally, ten of the partici-
pants underwent caloric testing whilst simultaneously wear-
ing the CAVA device and a pair of camera-mounted goggles
(Videonystagmography or VNG), which is the current state-
of-the-art for assessing nystagmus in clinical settings. Using
this vestibular-induced nystagmus data, a separate computer
analysis was undertaken to compare the two systems.
The remainder of this article is organised as follows: in
Section 2, we describe the CAVA device and the important
aspects of its functionality and design. Section 3 provides
details of the clinical investigation undertaken to evaluate
the device and to collect the dataset used in the experiments
described here. Section 4 outlines a blinded recognition ex-
periment used to assess the diagnostic accuracy of the sys-
tem developed, and also the computer analysis applied to the
vestibular induced nystagmus data. The algorithms devel-
oped for this work are described in Section 5 and the experi-
mental results are presented in Section 6. Section 7 includes
a discussion of the results and the article concludes in Sec-
tion 8.
2. Device Design and Functionality
The CAVA device (Figure 2) captures the corneo-retinal
potential (CRP) between the back and front of each eye, which
is a proxy for eye movement [20]. Horizontal eye-movement
is captured by placing sensors at the outer edge of both eyes
(lateral canthi), and vertical eye-movement by placing sen-
sors above and below one eye. Hence the device uses five
electrodes; two for horizontal movement, two for vertical
movement and a fifth to provide a reference voltage. Sim-
ilar technology has been used routinely in clinical settings
for decades, in the form of Electronystagmography (or ENG)
[18]. More recently, camera-mounted video goggles (Videonys-
tagmography or VNG) are the preferred approach, as com-
puter advancements have made realtime eye tracking possi-
ble. However, CAVA is intended to monitor eye-movements
over long periods and this imposes constraints on size, pri-
vacy and power consumption; hence ENG was the preferred
approach for this work. In addition, CAVA has been de-
signed to be comfortable to wear for extended durations and
during normal daily activities; it is small, lightweight and
minimally intrusive to the user. Battery life is a minimum
of eighteen days and the user is not required to activate or
charge the device.
The device contains a three-axis accelerometer, which si-
multaneously records the accelerative forces experienced by
the head. An event marker button is present on the device to
allow the wearer to log events of interest (such as experienc-
ing dizziness), for which the device records the date and time
of the button press. The device also includes a status LED,
which is used to indicate both normal device operation and
device malfunction. Data captured by the device is stored
on a removable SD card and can be downloaded by way of a
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Figure 2: The CAVA device. The device consists of five elec-
trode pads contained within two, detachable mounts, and an
electronic logging unit which sits behind the left ear.
USB-B interface. Neither the SD card nor the USB-B inter-
face are accessible to the subject, minimising the chance of
damage to the device or loss of data.
The electronics underlying the CAVA device includes a
microcontroller unit (MCU) and an analogue to digital front
end (FE). The MCU is a low power, eight-bit chip chosen to
offer an integrated USB solution for the device. The MCU
also supports a timing function and battery monitoring. The
FE used in CAVA is based on an integrated 2-channel de-
vice provided by Texas Instruments (ADS1192). The hori-
zontal and vertical eye movement channels are sampled at a
frequency of 41.67 Hz each and the three acceleration com-
ponents at 20 Hz each. These frequencies are a compro-
mise between providing sufficient bandwidth to record the
associated movements with low distortion whilst minimis-
ing power consumption.
3. Clinical Investigation
A clinical investigation was conducted on healthy vol-
unteers to evaluate the CAVA device’s suitability for its in-
tended purpose of long-term data capture of eye movement
data. The trial produced a large dataset of eye movement
data intended to be analysed by computer algorithms to demon-
strate the accuracy of the system at detecting 30-second pe-
riods of artificially induced nystagmus. The trial also aimed
to provide data to establish the reliability, acceptability and
safety of the device, the results of which are described fully
in [24]. During the trial, seventeen participants wore the
CAVA device for 23 hours a day, for a period of up to 30
days. A period of 23 hours was chosen to give participants
an hour in which to shower and to renew the device’s elec-
trode mounts. It was necessary to renew the mounts each
day to ensure that the electrodes were adequately adhesive
and conductive for capturing good quality signals. Partici-
pants were not otherwise required to maintain the device, as
the battery life was sufficient to last between hospital visits.
On eight pre-determined dates, each participant was asked
to watch a video on a VR headset. This 30-second video
showed a single black dot moving repeatedly across a white
screen. The purpose of this video was to visually induce nys-
tagmus. This stimulus differs from conventional optokinetic
videos, in which many bars or dots move across the field
of view. The instructions for the task were less ambiguous
and the participants’ nystagmus responses were less varied
than might be expected from a conventional stimulus [34].
The number of participants and the number of occasions on
which they simulated nystagmus was chosen to demonstrate
98% sensitivity and specificity, with a 95% confidence inter-
val and a 3% margin of error.
Each participant was provided with one of six possible
videos. The videos either contained a leftward or a right-
ward moving dot, and the dot moved at one of three different
speeds (0.8 Hz, 1.0 Hz or 1.2 Hz, where 1.0 Hz means that
each dot took 1 second to move across the screen). These
videos induced nystagmus with a fast phase (beat direction)
in the opposite direction of the moving dot, corresponding to
the eyes moving to the edge of the screen to catch the emer-
gence of each dot.
During the trial, participants were instructed to press the
device’s event marker prior to viewing the video and also to
keep a written record of the time of viewing. These records
allowed the unblinded investigator to validate the data cap-
tured after the trial. Validation was achieved by visually in-
specting the signals captured for evidence of a nystagmus
waveform, which confirmed that participants had success-
fully viewed the video stimulus. For the first four viewings
of the video, participants were instructed to watch whilst sit-
ting or standing still, and for the last four they were told to
walk gently on the spot. The purpose of this task was to
determine if walking introduced noise that affected the nys-
tagmus signal.
After day 31 of the trial, participants returned to the hos-
pital for their final visit, where they underwent a routine bal-
ance assessment procedure, known as a caloric test. Ten
participants underwent this procedure whilst simultaneously
wearing the CAVAdevice and a conventional camera-mounted
goggle system (VNG). Each participant was first given awarm
water irrigation (44 degrees Celsius) in their right ear, and
then in their left ear. In healthy volunteers, such as those in
this study, these irrigations are expected to lead to nystag-
mus beating in the direction of the irrigated ear. Thus, each
participant produced right and then left-beating nystagmus.
The purpose of this experiment was to allow a retrospective
comparison between an established approach to quantifying
nystagmus and the results obtained by the CAVA system.
The VNG system was calibrated prior to the start of the
irrigations. During the calibration, participants sat approx-
imately 36 inches from a screen on which a dot performed
a 30 degree excursion (± 15 degrees from the centre). The
event marker on the CAVA device was used to record the
start time of the calibration, and the event marker was also
deployed at the start of each irrigation. Vestibular nystag-
mus can be consciously suppressed, and therefore, partic-
ipants undertook a simple word game exercise in order to
divert their attention during the test. Once the irrigation
was complete, a clinical scientist monitored the participant’s
eye movements on a computer screen to determine the start
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and end of the participant’s nystagmus response. Finally,
the clinical scientist reviewed the VNG recording and, using
manual analysis, estimated the beat direction, the maximum
slow phase velocity (SPV) and the time it occurred.
4. Recognition Tasks
At the end of the clinical trial, two separate computer
analysis tasks were undertaken using the data obtained: first,
a blinded, nystagmus detection task using the data from each
participant’s 30-day trial, and second, an unblinded caloric
nystagmus analysis task using the data captured during caloric
testing. Given 405 separate data files, each containing a
day’s worth of horizontal eye movement data, the primary
recognition task was to identify automatically the 112 files
that contained the 30 seconds of nystagmus waveform em-
bedded in the 24 hours of data. In addition, for each file, the
beat direction (left or right) and also the speed of the mov-
ing dots (0.8 Hz, 1.0 Hz or 1.2 Hz) were to be determined.
The data files were re-segmented prior to this experiment,
which involved combining multiple files from a single day,
joining the first and last half-days together, and adjusting the
data to account for daylight savings time. Prior to testing,
one investigator was blinded from the true class labels of the
data files. This blinding process was achieved by renam-
ing each file to a randomly generated character string. The
record of this randomisation was only accessible to the un-
blinded investigators. As described in Section 3, these tasks
were performed as part of a formal clinical investigation of
the CAVA medical device.
The secondary task was to separately analyse and com-
pare the caloric nystagmus data to the results obtained by a
clinical scientist. Ten participants underwent caloric testing
whilst simultaneously wearing VNG goggles and the CAVA
device. Each participant was given a hot water irrigation in
both ears. Of the twenty irrigations performed, two were un-
dertaken without the VNG goggles, in case the goggles were
found to interfere in some way with the CAVA device. Anal-
ysis of the data did not reveal any such effects. After each
test, the clinical scientist reviewed the VNG recording and
manually recorded a number of features of the nystagmus,
including the beat direction, the maximum slow phase ve-
locity (SPV), and the start and end time of maximum SPV.
The same measurements were then extracted using compu-
tational methods applied to data from the CAVA device. The
focus of this task was to provide a more detailed analysis of
the nystagmus and to compare the CAVA system to a well-
established technique used in clinical settings.
5. Nystagmus Recognition Algorithms
Two separate algorithmswere developed for the two tasks
described in Section 4. The first algorithmwas developed for
the blinded nystagmus detection task and comprised mod-
ules for testing and training. Feature extraction was applied
to the horizontal eye-movement data for both the testing and
the training data (Section 5.1). System training (Section 5.2)
was performed using a small dataset of internally collected
Figure 3: The frequency spectrum of a typical example of
visually-induced nystagmus captured by the CAVA device. The
black arrows mark the fundamental frequency of the nystagmus
waveform (at 1.2 Hz), an even and an odd harmonic (at 2.4
Hz and 3.6 Hz respectively). Harmonics beyond 3.6 Hz are
largely indistinguishable from the background noise.
data, in which participants viewed several of the video stim-
uli over a short period of time (usually, less than an hour).
Experiments using preliminary data were used to select ap-
propriate model parameters and thresholds. Finally, classi-
fication was performed on the randomised test data gathered
from the clinical investigation (Section 5.3). These algo-
rithms were developed using a high performance computing
cluster to allow many hundreds of experiments to be per-
formed simultaneously. The final algorithm applied to the
blinded detection task took approximately 20 s to process a
day’s worth of data, and approximately 2.25 hours to pro-
cess sequentially all 405 days of data on a 2017 MacBook
Pro laptop.
A second algorithm was developed to analyse the caloric
data, for detection and quantification of the individual nys-
tagmus beats. This algorithm is described in Section 5.4 and
the parameters used were determined empirically, favouring
sensitivity over specificity.
5.1. Feature Extraction
A Fast Fourier Transform (FFT) was used to transform
the horizontal eye-movement time series data into the fre-
quency domain. Analysis of the target nystagmus signals re-
vealed distinctive frequency domain characteristics, owing
to its similarity to a sawtooth wave (Figure 3). Therefore,
FFT features were the natural choice for this work. Ver-
tical eye movement data was discarded as this information
was not considered necessary for detecting horizontal nys-
tagmus. A sliding window with 80% overlap and a window
length of 500 samples was used. As the sampling frequency
of the device is 41.67 Hz, these parameters correspond to
a window length of 12 seconds. The window length and
overlap lengths used ensure that when a nystagmus event of
length 30 s is encountered in the signal, there are sufficient
cycles of nystagmus present in several windows to provide
a good spectral signature whilst also giving good time res-
olution. Prior to applying the FFT, the time series signal in
each window was zero-meaned to remove any DC drift, and
a Hanning window was applied to reduce spectral leakage.
After applying the FFT, each frame was represented by
a 250-dimensional vector of positive frequency magnitudes.
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Coefficients 3 to 84 were retained, corresponding to the fre-
quencies between 0.25 Hz and 7 Hz, spaced at 0.083 Hz in-
tervals. Coefficients corresponding to frequencies above 7
Hzwere discarded because the harmonic components caused
by nystagmus above this frequency were indistinguishable
from noise, whilst coefficients representing frequencies lower
than 0.25 Hz represent noise that is related to the DC offset
and any remaining signal drift (Figure 3).
The distribution of the frequency amplitudes in each frame
was used as a measure of frame energy. Frames were dis-
carded if less than 50% of the distribution occurred outside
of the 0.25Hz to 7Hz range, andwhere the sum of the ampli-
tudes in a frame was above or below a threshold value. For
testing, discarding meant assigning a non-nystagmus class
label to the data, while for training, the data was excluded
from the model building process. For all data, each frame
was normalised by its maximum value. Finally, the signal
velocity was extracted from the time series signal, which
was used during testing to determine the beat direction of
the nystagmus.
5.2. Training
Three separate classifiers were trained using the features
derived from the training data: a Support Vector Machine
(SVM), a Linear Discriminant Analysis transformation (LDA)
and an Ensemble classifier of boosted trees [11]. The SVM’s
kernel value was determined automatically by MATLAB,
which uses a heuristic subsampling method to find an ap-
propriate value. The use of multiple classifiers allows an
ensemble approach to recognition, in which the classifiers
vote to determine the final classification. This approach has
been shown to often outperform conventional single clas-
sifier systems [3]. These classifiers were trained to identify
nystagmus, irrespective of direction and speed. As described
in 5.3, following this coarse scale identification of putative
nystagmus candidates, and subsequent validation of these
events, a more detailed classification of beat direction and
speed was made, which did not require training.
5.3. Classification
Unseen test data was treated using the same feature ex-
traction process as applied to the training data (Section 5.1),
producing several thousand frames of data for each day. Fol-
lowing this, classification consists of three stages: classifi-
cation, sieving and validation. Firstly, the testing data was
classified on a frame-by-frame basis by each of the three
classificationmodels described in section 5.2. All three clas-
sifications were combined by way of a majority voting sys-
tem, whereby the winning class is the one for which two or
more classifiers agree. After this first classification stage,
each frame was represented by a binary classification, indi-
cating whether that frame contained nystagmus or not.
A sequence of classified frames typically has some frames
labelled “nystagmus” and some “non-nystagmus”, and so the
question is raised of how to decide the class of such a signal
segment. We used a sieve filter to smooth the output from
the first classification stage. For a full description of the op-
eration of a sieve filter, please see [4], but to summarise, the
sieve essentially operates here by removing very short du-
rations of negative or positive classifications. After sieving,
the continuous runs of positively classified frames that re-
main represent candidate nystagmus events. The beat direc-
tion of each event is classified using the velocity of the time
series waveform (Section 5.1). The velocity of the signal
provides useful information which can be used to determine
the beat-direction of the nystagmus. For example, the slow
phase of a normal sawtooth wave contains mostly negative
velocities, while for a mirrored sawtooth, the signs are in-
verted. Each frame was assigned a weighting (between −1
and 1) reflecting the proportion of negative and positive ve-
locities. The average weighting within the segment deter-
mined the direction of the nystagmus.
Once each candidate event is assigned a beat direction,
it is then subject to a validation procedure (Figure 4). In this
step, Dynamic Programming (DP) [27] was used to com-
pare the corresponding time series signal to a 1 Hz saw-
tooth waveform of an equal duration. The technique of DP
compresses or expands both the test signal and the sawtooth
waveform in such a way as to produce the optimum fit be-
tween the two signals. The amount of compression or expan-
sion distortion required for the fit is a measure of the “dis-
tance” between the two waveforms, i.e. how closely the test
signal corresponds to a sawtooth waveform. Either a saw-
tooth or a mirrored sawtooth waveform were compared, de-
pending on whether the test signal is classified as right or
left-beating nystagmus. The DP distances were normalised
by the length of each signal, and the decision to accept or
reject the candidate waveform was made by way of a thresh-
old value. If any positively classified frames remained after
these steps, then the entire day’s worth of data is classified
as a positive detection of nystagmus.
Finally, for the classification of nystagmus frequency, the
FFT was calculated for each validated nystagmus event. Us-
ing the output from the FFT, the modal frequency bin was
identified and the frequency of the nystagmus event was clas-
sified as the closest class to that bin. In the case of a tie
between bins, the decision was based on the highest neigh-
bouring bin.
5.4. Detection and Quantification of Nystagmus
Induced by Caloric Testing
The algorithm described in this section was applied to
data captured by the CAVA device during a caloric test. It
differs from the approach described in section 5.3, in that it
attempts to identify and quantify individual beats of nystag-
mus. The algorithm exploits the characteristic shape of the
nystagmus waveform by finding straight lines with a steep
gradient (fast phases) that are followed by shallow gradient
lines of the opposite sign (slow phases). Best fit lines are
used to determine the straightness of candidate waveforms,
and the features of these lines also provide information from
which nystagmus can be validated and quantified.
Firstly, the horizontal eye-movement data is pre-processed
using a low-pass filter with a 5 Hz cut-off frequency. This fil-
ter reduces high frequency noise whilst largely retaining the










Detecting and Quantifying Nystagmus
Figure 4: The process of validating candidate nystagmus sig-
nals aims to reduce false positive detections, such as the candi-
date signal shown here. This signal is evidently periodic, which
is likely why the detection has occurred. Dynamic Program-
ming is used to generate a distance between the test signal
and a 1 Hz, right-beating nystagmus waveform. This distance
is normalised by the length of the test signal and the candidate
is accepted if this value is lower than the specified threshold.
characteristic shape of the nystagmus waveform. Potential
fast phases are identified by using the velocity of the signal
to find consecutive velocities of the same sign. The number
of samples in each fast phase is iteratively increased and a
best fit line is applied in each step. A number of thresholds
determine when to stop adding new samples, and following
that, whether each candidate is valid (e.g. a minimum and
maximum gradient, the R-squared value of the fit, a mini-
mum magnitude etc).
A fast phase must be followed by a slow phase for it be
a valid beat of nystagmus, and thus a best fit line is applied
to the 10 samples following each fast phase. As before, the
number of samples in the line is iteratively increased and the
best-fit line recalculated. Thresholds determine when to this
process and if the resulting slow phase is valid.
Following the detection of nystagmus within the data,
the characteristics of the nystagmus are quantified. Using the
data captured during the VNG calibration, a normalisation
factor is calculatedmanually for each participant. This factor
represents the number of quantisation levels per degree of
eye movement. This factor is applied to the unfiltered signal,
to limit the effects of signal distortion. The beat direction
for a given period of nystagmus is determined by majority
vote. The SPV of each beat is determined by the slope of
the best fit line applied to the slow phase. The maximum
SPV is calculated as the maximum value from a 10 s moving
average, only considering windows with at least three beats
in the same direction. Only beats detected after the start of
each irrigation are included in the analysis, and all times are
calculated relative to the start of each ear irrigation.
Table 1
Results of the blinded recognition experiment for detecting nys-
tagmus in long-term, horizontal eye movement data. These
results relate to the algorithm described in sections 5.1 to 5.3,
which uses a 3-classifier ensemble.
Task tp tn fp fn Sens. Spec. F1
(%) (%)
Detection 111 289 4 1 99.11 98.63 0.98
*tp = true positive, tn = true negative, fp = false positive, fn =
false negative.
Table 2
Results of the blinded recognition experiment for classifying
nystagmus direction and beat frequency in long-term, horizon-
tal eye movement data. These results relate to the algorithm
described in sections 5.1 to 5.3, which uses a 3-classifier en-
semble.
Task Test Acc. Sens. Spec. F1
Actual Left Right (%) (%) (%)
Dir. Left 52 0 99.10 1.00 0.98 0.99
Right 1 58 0.98 1.00 0.99
0.8 Hz 1.0 Hz 1.2 Hz
Freq. 0.8 Hz 35 0 0 98.20 1.00 0.99 0.99
1.0 Hz 1 35 0 0.97 0.99 0.97
1.2 Hz 0 1 39 0.98 1.00 0.99
6. Results
Table 1 shows the results of the blinded nystagmus de-
tection task. 400 correct classifications were made by the
algorithm, giving a recognition accuracy of 98.80%. Once
the blinded investigator had submitted the final analysis and
was subsequently unblinded, the false positive and false neg-
ative classifications were manually inspected. The single
false negative was found to contain a noise impulse, caused
by the participant pressing the device’s event marker button
midway through watching the video. It is therefore likely to
have been misclassified due to a corruption of the signal in
the frequency domain, causing the event to be discarded on
the basis of duration or signal energy. The false positives
were found to generally be periodic in nature, and observa-
tion of the concurrent accelerometer data showed that they
might be due to physical activities, such as running. Visual
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Figure 5: Plot showing the computer analysis of a caloric irrigation from one participant. The top panel shows the times series
waveform, with detected fast and slow phases highlighted (in red and green respectively). The example shown is of left-beating
nystagmus, and this is confirmed by the direction of the highlighted fast phases. The bottom panel shows a quantification of
the SPV for each of the detected beats (green circles for left-beating, and red crosses for right-beating false positives). A 10 sec
moving average of the SPV is shown as a black dotted line. The peak of this plot is the maximum SPV (black arrow).
inspection of the nystagmus induced whilst walking did not
show significant evidence of motion artefacts.
For the two-class task of identifying the direction of the
moving dots, the system attained an accuracy of 99.10% (110
correct and 1 incorrect classifications). Finally, for the three
class task of identifying the frequency of the moving dots,
the accuracy was 98.20% (109 correct and 2 incorrect clas-
sifications). These data are presented in Table 2.
Figure 5 provides an example of the computer analysis
of the data from one participant, captured during a caloric
test. The upper panel in the figure shows examples of fast
and slow phases detected by the algorithm, which are high-
lighted in red and green respectively. The highlighted wave-
forms are visually representative of left-beating nystagmus,
which is consistent with the test performed (a warm water ir-
rigation of the left ear). It is interesting to note that this nys-
tagmus usually spans less than ten quantisation levels, com-
pared to the visually-induced nystagmus in Figure 2, which
spans about thirty levels. This is explained by the fact that
the eye movements induced visually during the trial were
more extreme than those induced by caloric testing.
A further analysis of this caloric data is presented in the
bottom panel of Figure 5. The green dots in this plot indicate
the SPV of the left-beating nystagmus detected, and a small
number of red crosses, which are false positive detections of
right-beating nystagmus. The black dotted line shows a 10 s
moving average of the average SPV, and the maximum SPV
on this plot is 18.7 deg/sec (black arrow).
Table 3 provides a comparison between the clinical sci-
entist’s measurements of the caloric data and the computer
analysis. Of the twenty irrigations performed, eighteen were
captured simultaneously using the CAVAdevice and theVNG
system. 94% of the irrigations (16 of 17) were correctly de-
tected by the computer analysis (i.e the majority of beats de-
tected were in the expected direction). The two irrigations
performed without the VNG system also showed evidence
of nystagmus in the expected direction (i.e. left-beating for
warm water irrigations of the left ear). For the correctly
identified nystagmus events, the maximum slow phase ve-
Figure 6: Scatter plot showing the clinical scientist’s estimated
values of maximum slow velocities plotted against the values
predicted by the computer estimation (orange circles) and es-
timated at the times provided by the scientist (blue crosses).
The black line represents the ideal result, in which the esti-
mates agree with the scientist’s predictions.
locity was estimated by a clinical scientist and also by the
algorithm described in Section 5.4. Figure 6 (orange cir-
cles) shows the relationship between the predicted velocities
and the ground-truth, as estimated by the clinical scientist.
In the majority of cases (16 of 17), the computer predicted
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velocities are over-estimated compared to the ground-truth.
29% of the computer estimates were within ± 5 degrees of
the clinical scientist’s estimates. The maximum SPV esti-
mated using the time recorded by the expert (blue crosses)
wasmuch closer to their estimate; 65% (12 of 17) of the com-
puter estimates were within ± 5 degrees. An estimate was
not generated for one sample as insufficient nystagmus was
detected at the specified time. Table 3 shows the difference
between the expert and computer predicted times of themax-
imum SPV. On average, the computer analysis reported the
onset of the maximum SPV ± 41.2 s from the clinical sci-
entist’s estimate, which broadly explains why their estimates
of the maximum SPV were different.
Table 3
Results of a computer analysis of the caloric data compared to
the results recorded by a clinical scientist. These results relate
to the algorithm described in section 5.4. The third column
shows the difference between the expert’s estimate of the time
that the maximum SPV occurred, and the time estimated by
computer analysis (e.g. a time of -6.54 s means the computer
estimated time was earlier than the expert’s time).
ID Ear Max SPV Nyst. Beat
Irrigation Time Difference (s) Direction
1 Right 106.90 Correct
1 Left -3.86 Correct
2 Right -27.12 Correct
2 Left 51.58 Correct
3 Right 57.72 Correct
4 Right 176.79 Correct
5 Right -37.82 Correct
5 Left -15.84 Correct
6 Right 25.91 Correct
6 Left 40.91 Correct
7 Right 0.66 Correct
7 Left N/A Incorrect
8 Right -6.54 Correct
8 Left -22.44 Correct
9 Right 54.16 Correct
9 Left -44.78 Correct
10 Right -5.87 Correct
10 Left -21.9 Correct
Mean Offset: 41.23 %Acc: 94.12%
STD Offset: 43.70
7. Discussion
The results in Section 6 have demonstrated a very high
degree of recognition accuracy for both the tasks of identi-
fying the presence of the nystagmus waveform, and also the
speed and direction of the moving dots. The ability to confi-
dently identify short periods of visually-induced nystagmus
from within days’ worth of normal eye movement data is
a promising step towards a complete system for diagnosing
dizziness. These promising results also serve to validate the
design of the CAVA device itself, which was successfully
used to capture the trial data. The device was worn by 17
participants for up to 30 days, who in total captured around
9000 hours of eye and head movement data.
In patients suffering from dizziness caused by inner ear
malfunctions, nystagmus beat direction suggests the affected
ear. The results for beat direction classification presented
here demonstrate that the CAVA system can provide this
valuable information. We have also shown that the beat fre-
quency of periods identified as nystagmus can be recognised
with good accuracy. Furthermore, the comparison between
our computer analysis of the data captured during caloric
testing, and that provided by the clinical scientist, shows that
it is possible to estimate detailed characteristics of nystag-
mus which are of direct clinical importance. Regarding fu-
ture applications of the data captured by the CAVA system,
such as episode onset prediction, it is important to note that
CAVA currently operates in a post-processing, rather than
a realtime modality. Realtime analysis would increase the
power consumption of the CAVA device, thus limiting its
long-term data capture capabilities. However, it is conceiv-
able that these limitations will be overcome in time.
Although we were able to detect nystagmus from the
caloric data with a high degree of accuracy, the estimates
of the maximum SPV and its onset, were less accurate. Ta-
ble 3 shows that the onset of the maximum SPV reported by
the computer analysis was almost always different to the the
expert’s estimate. Prior to calculating the maximum SPV, a
clinical scientist will manually validate each detected beat;
a step which our automated approach does not replicate. It
is therefore possible that the computer estimates are being
skewed by incorrect data points or outliers. This explana-
tion is supported by the fact that the estimated maximum
SPV was more accurate when using the times recorded by
the clinical scientist. Another explanation relates to the vari-
ability of the corneo-retinal potential (CRP). The CRP has
shown to be influenced by many factors, including light, fa-
tigue and diurnal rhythm [25], and although a calibration
step was performed, it is possible that these variations might
account for the differences observed. It should be noted that
analysing caloric data is a nuanced and subjective task, and
our ground-truth is one expert’s analysis. Therefore, it is
possible that other experts may interpret the data differently,
and their opinion may be closer to or further from our com-
puter analysis. The primary purpose of this analysis was to
determine whether vestibular induced nystagmus was identi-
fiable from the data captured by the CAVA device. In reality,
the CAVA system is intended to identify periods of dizziness
rather than to provide a quantitative assessment of inner ear
physiology, which are often poorly correlated.
8. Conclusion
The results presented here have demonstrated the suit-
ability of the CAVA device for long-term ambulatory mon-
itoring, and the capability of our algorithms to detect short
periods of artificially induced nystagmus buried within days’
worth of normal eye movement data. In our future work,
we intend to build on this progress by addressing some of
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the limitations of this study. Firstly, we intend to make the
recognition system more robust to short impulses of noise.
Secondly, we intend to focus on finding robust methods of
normalising the CRP and for validating detected nystagmus,
to allow more accurate estimation of the maximum SPV and
other characteristics. Thirdly, our next body of work will in-
clude a clinical study on patients suffering from real dizzi-
ness conditions, to test our detection algorithms on nystag-
mus data from actual patients.
The approach used to detect nystagmus from the trial
data exploited the periodic nature of the visually-induced
nystagmus produced, which was achieved through the use of
frequency domain recognition features. While this approach
has shown to be very effective for the detection of nystag-
mus in our trial data, it is unclear how this technique will
perform when applied to nystagmus produced as a sign of
real dizziness conditions, such as Ménière’s Disease or Be-
nign Paroxysmal Positional Vertigo, especially if such nys-
tagmus is less periodic. Capturing continuous and long-term
data related to nystagmus arising from different diseases will
also provide insight into the underlying mechanisms driving
these diseases which has been impossible hitherto.
The dataset collected during this clinical trial is believed
to be the largest dataset of eye movement data ever captured.
These data will certainly be useful as we further refine our
device and algorithms, but it may also be of interest within
the areas of sleep analysis, activity detection, and for other
areas of medical research. Additionally, the device could be
used to capture new data in these areas, and, as this device
is the first of its kind, it is possible that it will have other ap-
plications beyond the field of medicine. The long-term aim
of this work is to improve patient care by speeding up diag-
nosis, reducing the number of hospital visits and the number
of diagnostic tests performed, which in turn will have cost
saving implications. The work presented here represents an
incremental step towards this objective.
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